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A New 50 MC Oscilloscope 
Based on an Advanced CRT Design 

FIG. 1 below shows a major new oscilloscope 
which has electrical and mechanical innova 

tions that promise to make it a standard for 
high-frequency oscilloscope applications. The 
oscilloscope's electrical advances are funda 
mental in that they are made possible by a new 
cathode-ray tube which has been designed in 
the -hp- crt laboratory. The result is an oscil 
loscope that operates from dc to 50 megacycles 
and does so with a substantial decrease in cir 
cuit complexity. The oscilloscope is one that 
has a 50%- increased vertical deflection of 6 
cm, has constancy of focus to the degree that 
no panel astigmatism control is necessary, and 
has the versatility that results from using 
plug-ins for both the vertical and horizontal 
systems. 

C R T  C O N S T R U C T I O N  

The new cathode-ray tube achieves its en 
larged 6 cm vertical scan and high sensitivity 
together with other desirable features by 
means of a novel type of post-acceleration of 
the electron beam. As shown in Fig. 2, there 
is located between the deflection plates and the 
phosphor screen a thin spherical metal-gauze 
shield, a mesh, having extremely small aper 
tures. The mesh is placed with its convex side 
toward the phosphor screen and serves to 
terminate the lines of force from the post- 
accelerator field in a controllable way. The 
resulting field configuration permits the elec 
tron beam to be accelerated by a large factor 
without the reduction in sensitivity or demag- 
nification of deflection that limits the per- 

C E N T R A L  R A Y  O F  
DEFLECTED BEAM 
W I T H  M E S H  

L I N E S  O F  F O R C E  O F  P O S T -  
A C C E L L E R A T I N G  F I E L D  â € ”  

D E F L E C T I O N  O F  C E N T R A L  R A r  
OF  BEAM 
W I T H O U T  M E S H  -  

â€¢ CENTER OF CURVATURE OF MESH 
'  CENTER OF  DEFLECTION 

Fig. 1. -hp- Model 17 5 A Oscilloscope uses new 
high-sensitivity -hp- cathode-ray tube to obtain dcâ€” 
50 megacycle performance u'ith simplified circuitry, 

crt is also free of deflection defocusing so no 
astigmatism control is needed. 

Fig. 2. Diagram indicating how spherical shield 
or mesh in new crt terminates post-acceleration 
lines of force so as to magnify beam deflection angle. 
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Fig. 3- OsciUogram illustrating freedom 
of new -dp- crt from deflection defocusing 
of trace. OsciUogram is triple exposure 
with trace moved to new vertical position 
between exposures. This and other oscil- 
lograms herein also indicate how in 
creased vertical scan of 6 cm is especially 
valuable when more than one trace is 

used. 

formance of tubes with open accel 
erating fields between deflection 
plates and screen. In fact, the curva 
ture of the mesh makes possible 
a  magnif ica t ion  of  the  angle  of  
deflection of the beam that accounts 
for the increased sensitivity of this 
tube. 

The magnification of deflection 
is accomplished by painting a spiral 
of resist ive material  on the tube 
wall between the mesh shield and 
the screen. The pitch of the spiral 
is controlled so that the potential 
near the shield varies inversely with 
the distance from the center of cur 
vature C of the shield. This causes 
the lines of force to extend linearly 

from the shield along radii originat 
ing at C. If C lies between the center 
of deflection D and the shield, then 
the angle of deflection of the beam 
will be increased by the action of 
the radial accelerating field. In the 
region of the screen where the lines 
of force terminate, the lines are no 
longer radial, but the field is there 
weak and the beam velocity high so 
that the resulting demagnification 
is negligible. The overall result of 
the foregoing design approach is 
that the deflection sensitivity of the 
production crt is two to three times 
as high as that of otherwise-similar 
tubes. 

In addit ion to achieving an in 
creased amount of vertical scan, the 
new crt also has a markedly-reduced 
deflection defocusing and distortion. 
This occurs because of the reduced 
maximum angle of deflection at the 
deflection plates and because of the 
spherical symmetry of the post-  
accelerator field. As a consequence, 
no panel  ast igmatism control  is  
required or provided in the new 
oscil loscope.  In the new crt  the 
mesh also repels toward the cathode 
secondary electrons produced in 
overscanning and thus reduces the 
background light at the screen as 
compared with tubes having open 
post-acceleration. 

- T o  T r i g g e r  C i r c u i t  

Fig. 4. Block diagram of main vertical amplifier in new 
â€¢hp- Model 1 75 A Oscilloscope. Amplifier uses only 7 tubes, 

all of one type. 

Fig. 5. OsciUogram of step response of 
main vertical amplifier. Sweep time is 10 
nanoseconds (10x10-9 sec)/ cm. Rise time 

is less than 6 nanoseconds. 

V E R T I C A L  A M P L I F I E R  C O N S I D E R A T I O N S  

The high deflection sensitivity at 
tained by the new cathode-ray tube 
leads to the advantageous result that 
the main vertical amplifier of the 
oscilloscope can achieve wide band 
width and fast rise time without 
resort to complex circuitry. For ex 
ample, the response of the main 
vertical system extends from dc to 
well beyond 60 megacycles with a 
r ise t ime of less than 6 nanosec 
onds, as shown in Fig. 5. At the same 
time, though, the amplifier consists 
of but 3 amplifying stages separated 
by 3 impedance-reducing stages. 
Also, the delay element in the am 
plifier is merely a fixed delay cable. 
This simple system contrasts with 
the complicated distributed ampli 
fiers and multi -adjustment delay net 
works that have previously been 
employed. 

Simplicity of the vertical ampli 
fier has been further enhanced by 
using only one tube type. This is 
the 6DJ8 triode, a frame-grid tube 
that has a respected performance 
record with regard to ruggedness 
and dependability. Also, in the am 
plifier as a whole, the number of 
calibration adjustments is confined 
merely to one gain control and 3 
pulse-response adjustments (Fig. 4). 

In addition to driving the crt de 
flection plates, the vertical amplifier 
provides two additional outputs. 
One of these is coupled from the 
deflection plates by a cathode fol 
lower and drives the Display Scan 
ner, a horizontal plug-in used to 
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make X- Y recordings of the oscil 
loscope display. The second output 
is used for internal syncing of the 
oscilloscope. In this latter case a 
signal is coupled from the vertical 
amplifier ahead of the delay line 
and amplified by the sync stage be 
fore triggering the sweep. 

The internal delay line is an -hp- 
development and has a simple and 
compact design. It consists of two 
helically-wound center conductors 
enclosed in one ground shield. Its 
electrical length is 0.2 microsecond 
and its characteristic impedance is 
330 ohms. The losses inherent in a 
delay line are compensated by fixed 
components in the vertical ampli 
fier so that variable compensation 
is not necessary. Balanced construc 
tion has permitted the line to be 
encased in a small container with 
only input and output connections 
necessary. 

V E R T I C A L  H O R I Z O N T A L  
P L U G - I N S  

The Model 175A oscilloscope has 
been planned to  achieve a  h igh 
order of sophistication and flexibil 
i ty,  and in accordance with this  
philosophy the instrument has been 
designed so that both the horizontal 
and vertical axes employ plug-ins. 
A variety of such plug-ins has been 
designed. Thus, the range of appli 
cations to which the oscilloscope 
can be fitted is impressive. Addi 
tional plug-ins are currently under 
design. Further, the dual-plug-in 
plan stands as a safeguard of the 
oscilloscope's adaptability to pos 
sible new and unforeseen oscillo 
scope uses. 

For the vertical axis three plug- 
ins have been designed. The dual- 
channel Model 1750A plug-in is a 
fast-rise unit with a 40-megacycle 
bandwidth when in the 175A main 
frame. Its basic sensitivity is 50 
millivolts per centimeter ac or dc 
coupled, which is adjustable to 20 
volts per centimeter with its range 
switch.  The second plug-in,  the 

Fig. 6. Panel view of -hp- Model 17 5 A Oscilloscope with Model 17 '50 A 
dual-trace vertical plug-in and Model 1780 A Auxiliary horizontal plug-in. 
Simplicity of control layout is aided by lack of need for usual astigmatism 

control. 

Model 1753A, is a single-channel 
version of the dual-channel unit. 
Finally,  for  low signal  levels ,  a  
higher-sensitivity unit is available. 
Its bandwidth is 18 megacycles with 
a sensitivity of 5 millivolts per cen 
timeter when in the main frame. 

At present there are four horizon 
tal plug-ins available. The Sweep 
Delay Generator, Model 1781 A, ac 
curately measures time relationships 
on complex signals and pulse trains. 
It also provides for single sweep 
operation of the oscilloscope. The 
Model 1783A Time Mark Genera 
tor provides time markers to facili 
tate measuring rise times and other 
time intervals of interest. Thirdly, 
the Model 1780A Auxiliary plug-in 
is the basic horizontal plug-in and 
includes the single-sweep feature. 

The fourth horizontal plug-in is 
the Model 1782 A Display Scanner. 
This unit translates a repetitive dis 
play appearing on the crt  into a 
low-frequency signal that will op 
erate an X - Y recorder. 

Additional information on the 

horizontal and vertical plug-ins is 
given elsewhere in this issue. 

T R I G G E R  C I R C U I T R Y  

The sweep employs a new trig 
gering circuit  based on a tunnel 
diode to achieve jitter-free syncing 
well beyond the frequency limit of 
the oscilloscope. The tunnel diode 
circuit generates very fast triggers 
to assure stable syncing and auto 
matically counts down on high-fre 
quency signals ahead of the sweep 
circuit to provide reliable high-fre 
quency syncing. 

The basic circuit arrangement of 
the trigger circuit is shown in Fig. 8. 

Fig. 7. Oscillogram of internal syncing 
on 50-megacycle signal. 

© Copr. 1949-1998 Hewlett-Packard Co.



To Sweep 
T R A N S ' 8 \  G e n e r a t o r  
AMPL'R 

Fig. 8. Basic trigger circuit used in -hp- 
1 75 A Oscilloscope. 

A signal from the vertical signal 
channel, the power line, or from an 
external trigger source is converted 
to a current signal by a 6DJ8 triode. 
This signal drives a tunnel diode 
which in turn drives a transistor 
amplifier.  The level on the input 

signal at which the tunnel diode 
will be triggered is determined by 
the Trigger Level control. At the 
higher frequencies the range of the 
control varies the countdown fre 
quency slightly to facilitate syncing. 
The pulse transformer load of the 
transistor amplifier differentiates the 
amplified tunnel diode pulse and 
couples it to the sweep generator. 
The tunnel diode load, R-L, has been 
adjusted such that the pulse rep rate 
of the tunnel diode is never higher 
than 2.5 me, assuring very stable 
triggering of the sweep. 

The accuracy of the sweep is typi 
cally within 2%. Sweep times are 
adjustable in 24 steps from 5 sec 
onds per centimeter to 100 nano- 

(Continued on page 6) 

Fig. 9. All tubes can be replaced from 

top or bottom of instrument. Top and 

bottom covers can be removed in seconds. 

V E R T I C A L  P L U G - I N S  
A series of three plug-ins has been 

designed for the vertical system of the 
Model 175 A Oscilloscope These have 
been arranged to permit a wide variety 
of voltage measurements to be made. 
In contrast to general practice, the 
plug-ins can be installed or removed 
without turning off the oscilloscope. 

M O D E L  1 7 5 0 A  D U A L - T R A C E  
F A S T - R I S E  A M P L I F I E R  
The Model 1750A is a fast-rise, high- 

sensitivity, dual-channel input plug-in 
for the 175A. Its bandwidth in the 
175A is 40 me, ac or dc coupled, and 
its sensitivity is adjustable from 50 
mv/cm to 20 v/cm. The sensitivity is 
continuously adjustable between steps 
by a vernier which also extends the 
lowest sensitivity to 50 v/cm. 

The modes of operation include 
chopped, alternate, and differential. In 
the differential mode, the common- 
mode rejection at 1 me is at least 40 db 
at maximum sensitivity and 30 db at 
other sensitivities. The chopping rate 
is approximately 200 kc with blank- 

Step response typical of Model 1 7 50 A 
dual-trace plug-in in Model 1 75 A Os 
cilloscope. Sweep time is 10 nanosec 

onds/cm. 

Pulse response typical of Model 1 750/4. 
Sweep time is 100 nanoseconds /cm. 

ing provided during the switching 
interval. 

The 1750A has a new, simplified 
attenuator which requires a minimum 
of adjustments. The amplifier utilizes 
the frame grid 6DJ8 dual-triode for 
high reliability. Regulated dc filaments 
minimize hum, increase tube life, and 
minimize drift. 

M O D E L  1 7 S 2 A  H I G H - S E N S I T I V I T Y  
V E R T I C A L  A M P L I F I E R  
The Model 1752A High-Sensitivity 

plug-in gives the oscilloscope a maxi 
mum sensitivity of 5 mv/cm, ac or dc 
coupled on all ranges. The plug-in has 
a differential input for the four most 
sensitive ranges with at least 40 db of 
common-mode rejection. Bandwidth is 
18 me at the higher sensitivity settings 
and 22 me at the lesser. 

M O D E L  1 7 5 3 A  S I N G L E - C H A N N E L  
F A S T - R I S E  A M P L I F I E R  
The Model 1753A plug-in is a sin 

gle-channel version of the Model 
1750A dual-channel plug-in. It thus 
has a bandwidth of 40 me, a maximum 
sensitivity of 50 mv/cm and is in other 
respects equal to one channel of the 
Model 1750A. 
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H O R I Z O N T A L  P L U G - I N S  
The horizontal plug-ins have been 

planned to give a high degree of flexi 
bility to the sweep system in the oscil 
loscope. The basic sweep circuits are 
located in the main frame, and in gen 
eral the plug-ins add special capabili 
ties such as delayed sweeping to these 
basic circuits. 

As with the vertical plug-ins, the 
oscilloscope does not have to be turned 
off to install or remove the horizontal 
plug-ins. 

M O D E L  1 7 8 0 A  
A U X I L I A R Y  
P L U G - I N  

'  

The Auxiliary Plug-in is shown in 
place in the Model 175A Oscilloscope 
in Fig. 6. This plug-in is a basic, low- 
cost unit that supplements the normal 
oscilloscope sweep circuits by provid 
ing a single-sweep capability to the 
main sweep system of the oscilloscope. 

M O D E L  1 7 8 1 A  
S W E E P  D E L A Y  
GENERATOR 

The Sweep Delay Generator gives a 
variety of sweep delay features to the 
oscilloscope and also provides for sin 
gle-sweep operation. Through use of 
the plug-in, time relationships on com 
plex signals or pulse trains can be con 
veniently and accurately measured. 

The basic operation of the 1781A 
involves generating a linear ramp 
which, in conjunction with a pick-off 
circuit, generates a trigger that can be 
used either to arm or to actually start 
the main sweep after a selected time 
interval. 

The selector on the panel of the 
unit provides for four different types 

Double-exposure oscillogram compar 
ing Delaying Sweep (upper trace) and 
Main Sweep Delayed operation (lower 
trace) of Sweep Delay Generator. In 
tensified segment of Delaying Sweep 
is displayed by Main Sweep Delayed 

operation. 

of operation. With the sweep selector 
in the Main Sweep position, the oscil 
loscope operates in the normal man 
ner using the main sweep controls. In 
Delaying Sweep operation, trigger and 
sweep control are transferred to the 
Sweep Delay Generator, which then 
drives the trace across the crt in ac 
cordance with the setting of the delay 
control.  When the ramp becomes 
equal to the value selected by the delay 
length pick-off control,  the main 
sweep is triggered (or armed) and ap 
pears as an intensified segment of the 
trace. 

The Main Sweep Delayed position 
differs from the previous position in 
that the delaying sweep is not fed to 
the horizontal crt plates, which instead 
are driven by the main sweep. Thus, 
the brightened section, which ap 
peared in the Delaying Sweep posi 
tion, is expanded to occupy the full 
10 cm of the crt face. 

Double-exposure oscillogram compar 
ing Main Sweep (upper trace) and 
Mixed Sweep (lower trace) operation 

of Sweep Delay Generator. 

In the special Mixed Sweep posi 
tion, illustrated in the drawing, the 
delaying sweep drives the trace for the 
selected delay interval, at which time 
the  main  sweep i s  t r iggered  (or  
armed). At some later time, deter 
mined by the amount of delay interval 
and the relative slopes of the two 
sweeps, the main sweep will overtake 
the delaying sweep and drive the beam 
for the remainder of the trace. The 
advantage of this mode of operation is 
that the operator can view the ex 
panded portion of the trace while still 

retaining a presentation of earlier sec 
tions. 

M O D E L  1 7 8 2 A  
D ISPLAY 
SCANNER 

I I  I  
Although it is a horizontal plug-in, 

the operation of the Display Scanner 
is not limited to the horizontal system 
but ties to the vertical system as well. 
The function of the Display Scanner is 
to sample a repetitive trace displayed 
by the oscilloscope and translate it into 
low-frequency signals suited to driv 
ing an X-Y recorder. By this means 
permanent records can be made of the 
oscilloscope display. 

M O D E L  1 7 8 3 A  
MARKER 
GENERATOR 

To facilitate measurement of rise- 
time and other important time inter 
vals, the Marker Generator provides 
accurately calibrated intensity markers 
on the oscilloscope trace. Markers are 
available at 10, 1, and 0.1 microsecond 
intervals, accurate within Â±0.5%, and 
synchronized to the signal being dis 
played. 

In a second mode of operation, 
markers are available in a continuous 
train at a front panel jack for external 

Typical 1 -microsecond time markers 
provided by Model 1783 A Marker 
Generator for internal or external use. 
Markers of 10 and O.I microseconds 

are also provided. 

TIME (Uni ts)  

Use of l-microsecond time markers as 
intensity-modulated markers to assist 

in time measurements. 
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Fig. 10. Oscilloscope is provided u'itb 
brackets that quickly convert the standard 
instrument into a rack-mountable unit. 

(Continued from page 4) 

seconds  per  cent imeter .  A xlO cal i  
brated magnifier  expands al l  sweep 
times and increases the fastest sweep 
to  10  nanoseconds  per  cen t imeter .  
The  sweep  t imes  a re  con t inuous ly  
adjus table  between s teps  by use  of  
t h e  v e r n i e r  w h i c h  a l s o  s l o w s  t h e  
s lowes t  sweep  t ime  to  15  seconds  
per  cent imeter .  

The  hor izon ta l  ampl i f i e r  has  an  
external calibrated sensitivity of 0.1 
v o l t / c m  a n d  1  v o l t / c m ,  a c  c r  d c  
coupled.  A vernier  adjusts  the  hori  
zontal sensitivity to 10 volts/cm. 

A fast gate-rise time assures view 
i n g  o f  t h e  i n i t i a l  p o r t i o n  o f  t h e  
t race  wi th  uni form t race  in tens i ty .  

C R T  O P E R A T I O N  

In the oscil loscope the new high- 
sens i t iv i ty  c r t  i s  ope ra ted  wi th  an  
a c c e l e r a t i n g  p o t e n t i a l  o f  1 2  k i l o -  
v o l t s .  T h i s  h i g h  v a l u e ,  c o m b i n e d  
w i t h  t h e  a l u m i n i z e d  p h o s p h o r  i n  
t h e  t u b e ,  r e s u l t s  i n  a  b r i g h t  t r a c e  
and  a  h igh  wr i t ing  ra te .  The  s tand  
a rd  phosphor  for  the  ins t rument  i s  
the  type  P31,  which  has  a  spec t ra l  
ou tpu t  f avorab le  to  the  eye .  Other  
phosphors,  namely the P2, 7,  or 11,  
are optional.  

The crt  is  constructed in the -hp- 
internal-graticule style in which the 
gra t icule  i s  located ins ide  the  tube 
on  the  back  o f  the  f ron t  g l a s s  and  
thus  in  the  same p lane  as  the  phos  
phor .  This  cons t ruc t ion  avoids  par  
allax error and permits two or more 
o b s e r v e r s  t o  v i e w  t h e  c r t  d i s p l a y  
with  equal  accuracy.  A faceplate  is  
bonded  to  t he  f ron t  o f  t he  c r t  and  

i s  c o n s t r u c t e d  t o  r e d u c e  " m i r r o r  
ing"  and glare  to  unnot iceable  pro 
portions. The non-glare faceplate is 
n o t  s t r u c t u r a l l y  i n t e g r a l  w i t h  t h e  
tube  enve lope  and  cons t i tu t e s  the  
safety plate for the crt.  

As described previously, the tube 
i s  o p e r a t e d  w i t h  n o  p a n e l  a s t i g  
ma t i sm con t ro l .  An  in t e rna l  a s t i g  
m a t i s m  c o n t r o l  i s  p r o v i d e d  t o  a c  
commodate tube interchanges.  

T R A N S I S T O R I Z E D  P O W E R  S U P P L I E S  

T h e  l o w - v o l t a g e  p o w e r  s u p p l y  
has been transistorized for high effi 
ciency and long-term maintenance- 
free operation. Turn-on voltages are 
k e p t  w i t h i n  s a f e  v a l u e s  s o  t h a t  a  
t ime-delay relay is not required. In 
a d d i t i o n ,  t h e  p o w e r  s u p p l y  i s  i n  
sensi t ive  to  loading,  enabl ing i t  to  
hand le  wide  va r i a t ions  in  p lug - in  
power requirements.  This gives the 
osci l loscope the  feature  that  p lug-  
ins can be changed without turning 
off the instrument. 

Vi r tua l ly  a l l  o f  the  tubes  a re  op  
erated from a regulated dc fi lament 
s u p p l y  w h i c h  m i n i m i z e s  h u m ,  i n  
creases tube life and provides excel 
lent stability. 

1 %  C A L I B R A T O R  

T h e  i n t e r n a l  s q u a r e - w a v e  c a l i  
brator  is  accurate  within \% over  a  

temperature range of =h!0Â°C from 
t h e  t e m p e r a t u r e  a t  w h i c h  i t  w a s  
calibrated, and over the much wider 
range of from 0Â° to 55Â°C its accu 
racy is  Â±3%. The cal ibrator  has a  
l o w  o u t p u t  i m p e d a n c e  a n d  i s  p r o  
v ided  wi th  f ront  panel  outputs  for  
use in probe compensation and gain 
cal ibrat ion of  the vert ical  and hori  
zontal amplifiers. 

A C C E S S I B I L I T Y  A N D  
SERVICEABILITY 

Simplici ty of design has been ex 
tended  to  a l l  aspec ts  o f  the  ins t ru  
ment ,  and  two impor tan t  fea tures ,  
accessibili ty and serviceabili ty,  are 
apparen t  a t  f i r s t  g lance .  By  u t i l i z  
ing  the  new -hp-  modu la r  cab ine t  
design, a clean, uncluttered mechan 
ical layout has been obtained. Also, 
a l l  i n t e r n a l  a d j u s t m e n t s  a n d  c o m  
ponents  a re  easy  to  ge t  to ,  and  a l l  
c i rcui ts  are  plated-through pr inted 
circui t  boards with "edge-on" type 
lead connectors.  These connectors,  
w h i c h  a r e  r e c o g n i z e d  f o r  h i g h  r e  
liability and ease of servicing in the 
computer  industry ,  permit  extreme 
ly  easy  removal  of  any pr in ted  c i r  
c u i t  b o a r d  i n  a  m i n i m u m  o f  t i m e  
without unsoldering leads.  

A minimum number  of  tube  and  
t r a n s i s t o r  t y p e s  a r e  u s e d  i n  t h e  
M o d e l  1 7 5 A  t o  s i m p l i f y  m a i n t e -  

Fig. 1 1 . Gun and deflec 

tion plate assembly used 

in neu' crt is discussed by 

William Kruger, tube de 

signer and -hp- manager 

of crt development, and 

Floyd Siegel ,  projec t  

leader for Model 17 5 A 

Oscilloscope. 
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nance. The reliable 6DJ8 frame- 
g r id  t r iode  i s  used  ex tens ive ly  
throughout the oscilloscope. All 
tubes are replaceable either from 
the top or the bottom of the unit. 
Components have been derated to 
increase dependability and all cir 
cuits have been proven through ex 
tensive environmental tests. 

W I D E  B A N D W I D T H  
PROBE 
A new 10: 1 voltage divider probe 

has been designed to be compatible 
with the bandwidth of the Model 
1750A 40-mc plug-in.  The new 
probe has the same physical size and 
shape of the well-known present 
-hp- oscilloscope probe. 

GENERAL 
The oscilloscope includes the pos 

itive and simple -hp- beam finder 
control on the front panel to facili 
tate the immediate location of an 
off-screen trace. Sweep and gate out 
puts are available on the rear panel 
as an option. Both output levels are 
approximately 5 volts peak-to-peak, 
centered around ground. The ex 
ternal Z-axis modulation input is 
provided on the rear panel and is 
standard for all Model 175A's. 

The oscilloscope is fan-cooled and 
has a maximum weight of approxi 
mately 70 pounds. 

A C K N O W L E D G M E N T  
The design and development of 

the 175A Oscilloscope and its plug- 
ins represents the effort of a num 
ber of individuals in the -hp- Oscil 
loscope Research Division. Included 
were Al F. Augustine, Phillip G. 
Foster, William L. Grein, Wayne 
M. Grove,  Tom D. McLaughlin,  
Don L. Palmer, John W. Riggen, 
Stuart C. Slade, Allen R. Smith, and 
James D. Williams, and the under 
signed. William Kruger's design of 
the cathode-ray tube was a key con 
tribution to the development of the 
oscilloscope. A number of valuable 
ideas and suggestions were contrib 
uted by Oscilloscope Research Man 
ager Norman B. Schrock. 

â€”Floyd G. Siegel 

Â» 

SPECIF ICATIONS 
H O R I Z O N T A L  P L U G - I N S  

- h p -  
M O D E L  1 7 8 1 A  

S W E E P  D E L A Y  G E N E R A T O R  
( I n s t a l l e d  i n  t h e  - h p -  M o d e l  1 7 5 A  

D e l a y  T i m e :  1  / z s e c  t o  1 0  s e c .  D e l a y  T i m e  i s  t h e  
p r o d u c t  o f  t h e  D E L A Y I N G  S W E E P  s e t t i n g  i n  
s e c / c m ,  a n d  t h e  D E L A Y  L E N G T H  s e t t i n g  i n  
cm. 

D e l a y i n g  S w e e p :  2  ^ s e c / c m  t o  1  s e c / c m .  1 8  
c a l i b r a t e d  r a n g e s  i n  a  1 ,  2 ,  5 ,  1 0  s e q u e n c e .  

D e l a y  L e n g t h :  ( t h e  p h y s i c a l  l o c a t i o n ,  i n  c m  
f r o m  t h e  b e g i n n i n g  o f  t h e  t r a c e ,  t o  t h e  p o i n t  
a t  w h i c h  t h e  m a i n  s w e e p  i s  t r i g g e r e d )  0  t o  
1 0  c m .  

A c c u r a c y :  Â ± 1 %  2  / Â ¿ s e c  t o  0 . 1  s e c o n d  r a n g e s ;  
Â ± 3 %  0 . 2 ,  0 . 5 ,  1  s e c o n d  r a n g e s .  Â ± 0 . 2 %  l i n  
e a r i t y ,  a l l  b u t  2 ,  5 ,  a n d  1 0  / Â ¿ s e c  r a n g e s .  
Â ± 0 . 5 %  l i n e a r i t y ,  2 ,  5 ,  1 0  Â ¿ i s e t  r a n g e s .  
J i t t e r :  L e s s  t h a n  0 . 0 1  i i s e c  o r  Â ± 0 . 0 0 5 %  o f  
t o t a l  d e l a y .  

D e l a y  F u n c t i o n s :  ( a )  T r i g g e r  m a i n  s w e e p ,  ( b )  
A r m  m a i n  s w e e p .  

T r i g g e r i n g :  I n t e r n a l ,  a c - c o u p l e d ;  p o w e r  l i n e ;  
e x t e r n a l ,  a c  o r  d c  c o u p l e d .  ( 2  m m  o r  m o r e  
v e r t i c a l  d e f l e c t i o n .  E x t e r n a l ,  ] / 2  v o l t  p e a k -  
t o - p e a k  o r  m o r e . )  

T r i g g e r i n g  P o i n t :  C o n t r o l s  a l l o w  s e l e c t i o n  o f  
l e v e l  a n d  s l o p e .  T r i g g e r  l e v e l  o f  e x t e r n a l  
s i g n a l  a d j u s t a b l e  â € ” 3 0  t o  + 3 0  v o l t s .  

S w e e p  S e l e c t o r :  ( a )  M a i n  S w e e p ,  ( b )  D e l a y i n g  
S w e e p .  B r i g h t e n e d  s e g m e n t  o f  t r a c e  i n d i c a t e s  
t i m e  r e l a t i o n s h i p  b e t w e e n  d e l a y i n g  s w e e p  
d i s p l a y  a n d  m a i n  s w e e p  d i s p l a y ,  ( c )  M a i n  
S w e e p  D e l a y e d ,  ( d )  M i x e d  S w e e p .  

D e l a y e d  T r i g g e r  O u t p u t :  A p p r o x i m a t e l y  2 0  
v o l t s  p o s i t i v e .  

S i n g l e  S w e e p :  M a n u a l  o r  e x t e r n a l  a r m i n g .  

P o w e r :  S u p p l i e d  b y  M o d e l  1 7 5 A  O s c i l l o s c o p e .  

W e i g h t :  N e t  4 '  2  I b s .  S h i p p i n g  7  I b s .  

P r i c e :  $ 3 7 5 . 0 0  f . o . b .  f a c t o r y .  

M O D E L  1 7 8 0 A  
A U X I L I A R Y  P L U G - I N  

( I n s t a l l e d  i n  t h e  - h p -  M o d e l  1 7 5 A )  
S w e e p  O c c u r r e n c e :  N O R M A L  o r  S I N G L E  S W E E P .  
S w e e p  A r m i n g :  I n t e r n a l  o r  b y  e x t e r n a l  p u l s e .  
E x t e r n a l  A r m i n g  P u l s e  R e q u i r e d :  1  t o  2 0 0  / Â ¿ s e c ,  

a p p r o x i m a t e l y  +  1 5  t o  4 - 2 5  v o l t s  p e a k .  
I n p u t  C o n n e c t o r :  B N C .  
W e i g h t :  N e t  1  I b .  
P r i c e :  $ 2 5 . 0 0  f . o . b .  f a c t o r y .  

â€¢ 
- l i p -  

M O D E L  1 7 8 2 A  
D I S P L A Y  S C A N N E R  

( I n s t a l l e d  i n  t h e  - h p -  M o d e l  1 7 5 A )  
V e r t i c a l  O u t p u t :  A p p r o x i m a t e l y  2 0 0  m v / c m .  

G a i n  a n d  d c  l e v e l  a r e  i n d e p e n d e n t l y  a d  
j us tab l e .  

H o r i z o n t a l  O u t p u t :  0  c m :  a p p r o x i m a t e l y  + 5 0  
v o l t s ;  1 0  c m :  a p p r o x i m a t e l y  â € ”  5 0  v o l t s .  

B a n d w i d t h :  G r e a t e r  t h a n  2 0  m e  w h e n  i n s t a l l e d  
i n  M o d e l  1 7 5 A .  

S c a n n i n g :  M a n u a l ,  i n t e r n a l  ( w i t h  p e n  s p e e d  
e i t h e r  s t a b i l i z e d  o r  l i n e a r ) ,  o r  e x t e r n a l .  

S c a n n i n g  T i m e :  I n t e r n a l ,  l i n e a r :  a p p r o x i m a t e l y  
1 1 / 2  m i n u t e s .  I n t e r n a l ,  w i t h  p e n  s p e e d  s t a  
b i l i z e d :  a p p r o x i m a t e l y  2 5  s e c o n d s  w h e n  d i s  
p l a y i n g  t i m e  b a s e  o n l y .  

O s c i l l o s c o p e  S w e e p  S p e e d :  F r o m  f a s t e s t  s w e e p  
t o  5  m s e c / c m ;  s i g n a l  r e p e t i t i o n  r a t e  g r e a t e r  
t h a n  2 0  c p s .  

R e m o r e  P e n  L i f t :  C o n t a c t  c l o s u r e  p r o v i d e d  t o  
f a c i l i t a t e  p e n  l i f t  o n  X - Y  r e c o r d e r  w h e n  
s w i t c h i n g  f r o m  R E C O R D  t o  A R M  R E C O R D E R .  

P o w e r :  S u p p l i e d  b y  t h e  M o d e l  1 7 5 A  O s c i l l o  
scope. 

W e i g h t :  N e t  5  I b s .  

- h p -  

M O D E L  1 7 8 3 A  
T I M E  M A R K  G E N E R A T O R  

( I n s t a l l e d  i n  t h e  - h p -  M o d e l  1 7 5 A )  

I N T E N S I T Y  M O D U L A T I O N  
Range: 10 Â¿Â¿sec, 1 /Â¿sec, or 0.1 /Â¿second in 

t e r v a l s .  
A c c u r a c y :  Â ± 0 . 5 % .  
P r e s e n t a t i o n . -  T r a c e -  i n t e n s i f y i n g  m a r k s  w i t h  

d u r a t i o n  a  f u n c t i o n  o f  i n t e n s i t y ,  b u t  a l  
w a y s  l e s s  t h a n  4 0 %  o f  m a r k e r  i n t e r v a l .  

S y n c h r o n i z a t i o n :  T r i g g e r e d  b y  s w e e p  g a t e ;  
s y n c h r o n i z e d  t o  C R T  p r e s e n t a t i o n .  

E X T E R N A L  O U T P U T  M A R K E R S  
R a n g e :  1 0  / Â ¿ s e c ,  1  / z s e c ,  o r  0 . 1  / Â ¿ s e c o n d  i n  

t e r va l s .  
A c c u r a c y :  Â ± 0 . 5 % .  
A m p l i t u d e :  0  t o  1  v o l t  p e a k  ( p o s i t i v e )  i n t o  

o p e n  c i r c u i t ,  a d j u s t a b l e .  
W a v e f o r m :  P o s i t i v e  p o l a r i t y  c l i p p e d  s i n e  

w a v e  w i t h  d u r a t i o n  a  f u n c t i o n  o f  a m p l i  
t u d e ,  b u t  a l w a y s  l e s s  t h a n  4 0 %  o f  m a r k e r  
i n t e r v a l .  

O u t p u t  I m p e d a n c e :  A p p r o x i m a t e l y  7 5  o h m s .  

F U N C T I O N S  
T i m e  M a r k e r ;  O f f â € ”  m a r k e r  d e - e n e r g i z e d .  O u t  

p u t â € ” m a r k e r s  p r o v i d e d  a t  B N C  o u t p u t  j a c k .  
D i s p l a y  â € ”  m a r k e r s  p r o v i d e  s y n c h r o n i z e d  
i n t e n s i t y  m o d u l a t i o n  o f  d i s p l a y  ( i n t e n s i t y  
m o d u l a t i o n  c o n t r o l  s e t  t o  I N T E R N A L ) .  

i n t e n s i f y  M o d u l a t i o n ;  E x t e r n a l :  p r o v i d e  i n p u t  
f o r  n o r m a l  i n t e n s i t y  m o d u l a t i o n .  I n t e r n a l :  
a l l o w s  i n t e n s i t y  m o d u l a t i o n  o f  t r a c e .  
( T i m e  m a r k e r s  s e t  t o  D I S P L A Y . )  

GENERAL 
P o w e r :  S u p p l i e d  b y  - h p -  M o d e l  1 7 5 A  O s c i l  

loscope.  
W e i g h t :  N e t  3 1  2  I b s .  S h i p p i n g  6  I b s .  
P r i c e :  $ 1 3 0 . 0 0  f . o . b .  f a c t o r y .  
A c c e s s o r i e s  A v a i l a b l e :  

A C - 1 6 B  C a b l e  ( d u a l  b a n a n a  p l u g  t o  m a l e  
B N C ,  4 5  i n c h e s  l o n g ) .  
A C - 1 6 K  C a b l e  ( m a l e  B N C  t o  m a l e  B N C ,  4 8  
i n c h e s  l o n g ) .  
A C - 7 6 A  A d a p t o r  ( B N C  t o  b i n d i n g  p o s t ) .  

P r i c e s  f . o . f a .  f a c t o r y .  D a t a  s u b j e c t  f o  c h a n g e  w i t h o u t  n o t i c e  
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SPECIF ICATIONS 
- h p -  

M O D E L  1 7 5 A  O S C I L L O S C O P E  
S W E E P  G E N E R A T O R  

S w e e p  R a n g e :  0 . 1  / i s e c / c m  t o  5  s e c / c m  i n  1 ,  
2 ,  5  s e q u e n c e ,  2 4  s t e p s .  V e r n i e r  p r o v i d e s  
c o n t i n u o u s  a d j u s t m e n t  b e t w e e n  r a n g e s  
a n d  e x t e n d s  s l o w e s t  s w e e p  t o  a t  l e a s t  1 2 . 5  
s e c / c m .  

S w e e p  M a g n i f i c a t i o n :  X 1 0 .  
S w e e p  A c c u r a c y :  Â ± 3 % ,  Â ± 5 %  w i t h  X I  0  

m a g n i f i e r .  
T r i g g e r i n g :  I n t e r n a l ,  a c  c o u p l e d ;  p o w e r  l i n e ;  

e x t e r n a l ,  a c  o r  d c  c o u p l e d .  
T r i g g e r i n g  S e n s i f i v i f y :  I n t e r n a l ,  a p p r o x .  2  

m m  v e r t i c a l  d e f l e c t i o n  a t  1  m e ,  2  c m  a t  5 0  
m e .  E x t e r n a l ,  a p p r o x .  . 2 5  v o l t s  p e a k - t o -  
p e a k  a t  1  m e ,  a p p r o x .  . 5  v o l t s  p e a k - t o -  
p e a k  a t  5 0  m e .  

T r i g g e r i n g  P o i n t :  C o n t r o l s  a l l o w  s e l e c t i o n  o f  
l e v e l  a n d  s l o p e .  

H O R I Z O N T A L  A M P L I F I E R  
B a n d w i d t h :  D c  c o u p l e d ,  D C  t o  5 0 0  k c ;  A C  

c o u p l e d ,  2  c p s  t o  5 0 0  k c .  
S e n s i f i v i f y :  2  r a n g e s ;  0 . 1  v o l t / c m  a n d  1  

v o l t / c m .  V e r n i e r  p r o v i d e s  c o n t i n u o u s  a d  
j u s t m e n t  b e t w e e n  t h e  r a n g e s  a n d  e x t e n d s  
m i n i m u m  s e n s i t i v i t y  t o  1 0  v o l t s / c m .  

I n p u t  I m p e d a n c e :  1  m e g o h m  s h u n t e d  b y  a p  
p r o x .  3 0  p f .  

M A I N  V E R T I C A L  A M P L I F I E R  
R i s e  T i m e :  L e s s  t h a n  7  n s e c .  

C A L I B R A T O R  
T y p e :  A p p r o x .  1 0 0 0  c y c l e  s q u a r e  w a v e ,  a p  

p r o x .  3  M s e c  r i s e  t i m e .  
V o l t a g e :  1  r a n g e s ,  1  v  a n d  1 0  v  p e a k - t o - p e a k  

Â ± 1 %  a t  1 5 Â ° C  t o  3 5 Â ° C  a m b i e n t ,  Â ± 3 %  a t  
0Â°C to  55Â°C ambien t .  

C A T H O D E  R A Y  T U B E  A N D  C O N T R O L S  
T y p e :  P o s t  a c c e l e r a t o r ,  1 2  k v  a c c e l e r a t i n g  p o  

t e n t i a l ,  - h p -  T y p e  G 2 0 5 .  T y p e  P 3 1  a l u m i n -  
i z e d  p h o s p h o r  s t a n d a r d ,  o t h e r  p h o s p h o r s  
( P 2 ,  P 7 ,  a n d  P l l )  a r e  a v a i l a b l e  a t  n o  e x t r a  
c h a r g e .  E q u i p p e d  w i t h  n o n - g l a r e  s a f e t y  
g l a s s  f a c e p l a t e .  

W r i t i n g  K a t e :  A  s i n g l e  6  c m  s t e p  f u n c t i o n  d i s  
p l a y i n g  7  n s e c  m a i n  v e r t i c a l  a m p l i f i e r  r i s e  
t i m e  c a n  b e  p h o t o g r a p h e d  w i t h  t h e  - h p -  
1 9 6 B  O s c i l l o s c o p e  C a m e r a .  

G r a t i c u l e :  I n t e r n a l ,  p a r a l l a x  f r e e  6 x 1 0  c m ,  
m a r k e d  i n  c m  s q u a r e s .  2  m m  s u b d i v i s i o n s  
o n  m a j o r  h o r i z o n t a l  a n d  v e r t i c a l  a x i s .  
F r o n t  p a n e l  r e c e s s e d  S C A L E  c o n t r o l  a l i g n s  
t r a c e  w i t h  g r a t i c u l e .  

B e a m  F i n d e r :  D e p r e s s i n g  B e a m  F i n d e r  c o n t r o l  
b r i n g s  t r a c e  o n  C R T  s c r e e n  r e g a r d l e s s  o f  
s e t t i n g  o f  h o r i z o n t a l  o r  v e r t i c a l  p o s i t i o n  
c o n t r o l s  o r  i n t e n s i t y  c o n t r o l .  

i n t e n s i f y  M o d u l a t i o n :  A p p r o x i m a t e l y  + 2 0  
v o l t  p u l s e  w i l l  b l a n k  t r a c e  o f  n o r m a l  i n  
t e n s i t y  ( B N C  c o n n e c t o r  o n  r e a r  p a n e l ) .  

G E N E R A L  
P o w e r  R e q u i r e m e n t s :  1 1 5  o r  2 3 0  v a c  Â ± 1 0 % ,  

5 0  t o  6 0  c p s .  4 2 5  w a t t s  m a x .  ( d e p e n d s  o n  
p l u g - i n s  u s e d ) .  

D i m e n s i o n s :  1 6 3 , 4  i n .  w i d e ,  1 2 1 4  i n .  h i g h ,  
2 4 3 / 8  i n .  d e e p  o v e r a l l ;  h a r d w a r e  f u r n i s h e d  
f o r  q u i c k  c o n v e r s i o n  t o  1 2 V Ã  i n .  x  1 9  i n .  
r a c k  m o u n t ,  2 2  i n .  d e e p  b e h i n d  p a n e l .  

W e i g h t :  N e t  a p p r o x .  7 0  I b s .  m a x .  ( w i t h  
h e a v i e s t  p l u g - i n s  i n s t a l l e d ) .  

P r i c e :  $ 1 , 3 2 5 . 0 0  f . o . b .  f a c t o r y .  
P l u g - i n  V e r t i c a l  A m p l i f i e r s :  ( i n  1 7 5 A )  

- h p -  M o d e l  1 7 5 0 A  D u a l  T r a c e  V e r t i c a l  A m  
p l i f i e r ;  d c  t o  4 0  m e  ( R i s e  T i m e  9  n s e c )  
5 0  m v / c m .  

- h p -  M o d e l  1 7 5 2 A  H i g h  G a i n  V e r t i c a l  A m  
p l i f i e r ;  d c  t o  2 0  m e ,  5  m v / c m .  

- h p -  M o d e l  1 7 5 3 A  S i n g l e  C h a n n e l  V e r t i c a l  
A m p l i f i e r ;  d c  t o  4 0  m e  ( R i s e  T i m e  9  n s e c )  
5 0  m v / c m .  

P l u g - i n  H o r i z o n t a l  T i m e  B a s e  U n i t s :  
- h p -  M o d e l  1 7 8 0 A  A u x i l i a r y  U n i t  ( p r o v i d e s  

s i n g l e  s w e e p  o p e r a t i o n ) ,  
â€¢hp-  Mode l  1781  A  Sweep  De lay  Un i t ,  
- h p -  M o d e l  1 7 8 2 A  D i s p l a y  S c a n n e r  ( f o r  

m a k i n g  X - Y  r e c o r d i n g s ) ,  
- h p -  M o d e l  1 7 8 3 A  T i m e  M a r k  G e n e r a t o r .  

A c c e s s o r i e s  F u r n i s h e d :  T w o  A C - 2 1 M  P r o b e s  
1 0 : 1  v o l t a g e  d i v i d e r .  

A c c e s s o r i e s  A v a i l a b l e :  
A C - 8 3 A  V i e w i n g  H o o d .  
A C - 2 1 C  P r o b e  5 0 : 1  v o l t a g e  d i v i d e r .  
A C - 2 1 F  C u r r e n t  P r o b e  ( c o n v e r s i o n  r a t i o :  

1  m v / m a ) .  
A C - 6 7 B  T e r m i n a t i o n  ( f o r  A C - 2 1 F  P r o b e  

b a n d w i d t h  2 , 5 0 0  c p s  t o  3 0  m e ) .  
A C - 6 7 C  T e r m i n a t i o n  ( f o r  A C - 2 1 F  P r o b e ,  

b a n d w i d t h  1 , 4 0 0  c p s  t o  3 0  m e ) .  
A C - 7 6 A  B N C  m a l e  t o  b i n d i n g  p o s t  a d o p t e r .  
A C - 1 1 5 B  T e s t m o b i l e .  
1 9 6 B  O s c i l l o s c o p e  C a m e r a ,  i n c l u d e s  U V  

s o u r c e  f o r  i l l u m i n a t i n g  t h e  g r a t i c u l e  a n d  
p r e - s e n s i t i z i n g  f i l m .  

O P T I O N S  
0 2  C R T  w i t h  I n t e r n a l  G r a t i c u l e  a n d  P 2  

p h o s p h o r  i n s t a l l e d .  
0 4  U n b l a n k i n g  G a t e  ( a p p r o x  4  v  f o r  d u r a  

t i o n  o f  s w e e p )  a n d  S w e e p  S a w t o o t h  
( a p p r o x .  â € ” 2 . 5  v o l t s  t o  + 2 . 5  v o l t s )  
o u t p u t s  o n  r e a r  p a n e l .  

0 7  C R T  w i t h  I n t e r n a l  G r a t i c u l e  a n d  P 7  
p h o s p h o r  i n s t a l l e d .  

1 1  C R T  w i t h  I n t e r n a l  G r a t i c u l e  a n d  P l l  
p h o s p h o r  i n s t a l l e d .  

D a t a  s u b j e c t  t o  c h a n g e  w i t h o u t  n o t i c e  

M O D E L  1 7 5 0 A  
D U A L  T R A C E  A M P L I F I E R  

( I n s t a l l e d  i n  t h e  - h p -  M o d e l  1 7 5 A )  
M O D E  O F  O P E R A T I O N  

1  .  C h a n n e l  A  a l o n e .  
2 .  C h a n n e l  B  a l o n e .  
3 .  C h a n n e l s  A  a n d  B  d i s p l a y e d  o n  a l t e r n a t e  

sweeps .  
4 .  C h a n n e l s  A  a n d  B  d i s p l a y e d  b y  e l e c t r o n i c  

s w i t c h i n g  a t  2 0 0  k c  r a t e ,  w i t h  b l a n k i n g  
d u r i n g  s w i t c h i n g .  

5 .  C h a n n e l  A  m i n u s  C h a n n e l  B  ( d i f f e r e n t i a l  
i n p u t ) .  

E A C H  C H A N N E L  
S e n s i t i v i t y  R a n g e :  0 . 0 5  v / c m  t o  2 0  v / e m .  

N i n e  c a l i b r a t e d  r a n g e s  i n  1 ,  2 ,  5 ,  1 0  s e  
q u e n c e .  V e r n i e r  e x t e n d s  m i n i m u m  s e n s i t i v  
i t y  t o  a t  l e a s t  5 0  v / c m  a n d  p r o v i d e s  c o n  
t i n u o u s  a d j u s t m e n t  b e t w e e n  r a n g e s .  A  
s e n s i t i v i t y  c a l i b r a t i o n  a d j u s t m e n t  f o r  e a c h  
c h a n n e l  i s  p r o v i d e d  o n  t h e  i n s t r u m e n t  
f r o n t  p a n e l .  

A f f e n u a f o r  A c c u r a c y :  Â ± 3 % .  
P a s s  B o n d :  D C  c o u p l e d :  d c  t o  4 0  m e .  A C  

c o u p l e d :  2  c p s  t o  4 0  m e .  
R i s e  T i m e :  L e s s  t h a n  9  n s e c .  
D y n a m i c  R a n g e . -  I n p u t  a m p l i f i e r s  m a y  b e  

o v e r l o a d e d  b y  1 8  c m  s i g n a l  w i t h o u t  c a u s  
i n g  n o t i c e a b l e  s i g n a l  d i s t o r t i o n .  

V e r t i c a l  P o s i t i o n  C o n t r o l  R a n g e :  Â ± 9  c m .  
I n p u t  I m p e d a n c e :  1  m e g o h m  ( n o m i n a l )  

s h u n t e d  b y  2 7  p f .  
M a x i m u m  V o l t a g e  o f  I n p u t  C a p a c i t o r :  6 0 0  

vdc .  
P o l a r i t y  o f  P r e s e n t a t i o n - ,  - ( -  u p  o r  â € ”  u p ,  

s e l e c t a b l e  f o r  e a c h  c h a n n e l .  
D I F F E R E N T I A L  I N P U T  

B o t h  i n p u t s ,  w i t h  t h e i r  a s s o c i a t e d  a t t e n u a  
t o r s ,  m a y  b e  s w i t c h e d  t o  o n e  c h a n n e l  t o  
g i v e  d i f f e r e n t i a l  i n p u t .  T h e  i n p u t  a t t e n u a  
t o r s  m a y  b e  s e t  s e p a r a t e l y  t o  a l l o w  m i x  
i n g  s i g n a l s  o f  d i f f e r e n t  l e v e l s .  

C o m m o n  M o d e  R e j e c t i o n :  A t  l e a s t  4 0  d b  a t  
m a x i m u m  s e n s i t i v i t y  u p  t o  1  m e ,  o r  3 0  d b  
w h e n  u s i n g  a t t e n u a t o r s .  

SPECIF ICATIONS 
V E R T I C A L  P L U G - I N S  

GENERAL 
W e i g h t :  N e t  5  I b s .  
P o w e r :  S u p p l i e d  b y  M o d e l  1 7 5 A  O s c i l l o s c o p e .  
P r i c e :  $ 2 8 5 . 0 0  f . o . b .  f a c t o r y .  
A c c e s s o r i e s  A v a i l a b l e :  

A C - 2 1 C  P r o b e  5 0 : 1  v o l t a g e  d i v i d e r .  
A C - 2 1 F  C u r r e n t  P r o b e .  
A C - 2 1 M  P r o b e ,  1 0 : 1  v o l t a g e  d i v i d e r  ( 2  

s u p p l i e d  w i t h  1 7 5 A ) .  
A C - 6 7 B  F e e d - t h r u  T e r m i n a t i o n  ( f o r  A C - 2 1 F ,  

2 . 5  k c  t o  3 0  m e ) .  
A C - 6 7 C  C o m p e n s a t e d  T e r m i n a t i o n  ( f o r  A C -  

2 1  F ,  1 . 4  k c  t o  3 0  m e ) .  
A C - 7 6 A  A d a p t e r  ( t e r m i n a l  p o s t  t o  m a l e  

B N C ) .  

M O D E L  1 7 5 2 A  
H I G H  G A I N  V E R T I C A L  A M P L I F I E R  

( I n s t a l l e d  i n  t h e  - h p -  M o d e l  1 7 5 A )  
S e n s i t i v i t y :  5  m v / c m  t o  2 0  v o l t s / c m  i n  t w e l v e  

c a l i b r a t e d  r a n g e s  i n  a  1 ,  2 ,  5 ,  1 0  s e q u e n c e .  
V e r n i e r  a l l o w s  c o n t i n u o u s  a d j u s t m e n t  b e  
t w e e n  c a l i b r a t e d  r a n g e s ,  a n d  e x t e n d s  m i n i  
m u m  s e n s i t i v i t y  t o  a t  l e a s t  5 0  v o l t s / c m .  
A t t e n u a t o r  a c c u r a c y  i s  Â ± 3 %  a n d  s e n s i t i v i t y  
c a l i b r a t i o n  a d j u s t m e n t  i s  p r o v i d e d  o n  t h e  
f r o n t  p a n e l .  

D u a l  I n p u t s :  T w o  s i g n a l  i n p u t  j a c k s  ( B N C ) .  A C  
o r  D C  c o u p l i n g  o f  e i t h e r  i n p u t  s e l e c t a b l e  
w i t h  f r o n t  p a n e l  s w i t c h .  I s o l a t i o n  b e t w e e n  
i n p u t s  a t  l e a s t  8 0  d b .  

D i f f e r e n t i a l  I n p u t :  A C  o r  D C  d i f f e r e n t i a l  i n p u t  
m a y  b e  s e l e c t e d  i n  t h e  r a n g e s  o f  5  m v  c m  t o  
5 0  m v / c m .  C o m m o n  m o d e  r e j e c t i o n  a t  l e a s t  
4 0  d b .  C o m m o n  m o d e  s i g n a l  s h o u l d  n o t  e x  
c e e d  4  v o l t s  p e a k - t o - p e a k .  

P a s s  B a n d :  D C  C o u p l e d â € ”  5 0  m v / c m  a n d  a b o v e :  
d c  t o  2 2  m e ;  2 0  m v / c m  t o  5  m v / c m :  d c  t o  1 8  
m e .  A C  C o u p l e d â € ”  2  c p s  t o  2 2  m e ;  2  c p s  t o  
18 me.  

I n p u t  I m p e d a n c e :  A p p r o x i m a t e l y  1  m e g o h m  
w i t h  l e s s  t h a n  3 5  p f  s h u n t  c a p a c i t a n c e .  

I n p u t  C a p a c i t o r  R a t i n g :  6 0 0  v d c .  
W e i g h t :  N e t  5  I b s .  S h i p p i n g  7  I b s .  

P o w e r :  S u p p l i e d  b y  M o d e l  1 7 5 A  O s c i l l o s c o p e .  
P r i c e :  $ 2 2 5 . 0 0  f . o . b .  f a c t o r y .  
A c c e s s o r i e s  A v a i l a b l e :  A C - 1 6 B  C a b l e  ( d u a l  b a  

n a n a  p l u g  t o  m a l e  B N C ,  4 5  i n c h e s  l o n g ) .  
A C - 1 6 K  C a b l e  ( m a l e  B N C  t o  m a l e  B N C ,  4 8  
i n c h e s  l o n g ) .  

â€¢ 

- h p -  

M O D E L  1 7 5 3 A  
S I N G L E  C H A N N E L  

V E R T I C A L  A M P L I F I E R  
( I n s t a l l e d  i n  t h e  - h p -  M o d e l  1 7 5 A )  

P a s s  B a n d :  D C  C o u p l e d :  D C  t o  4 0  m e ,  9  n s e c  
r i s e  t i m e .  A C  C o u p l e d :  2  c p s  t o  4 0  m e ,  9  n s e c  
r i s e  t i m e .  

S e n s i f i v i f y :  N i n e  c a l i b r a t e d  r a n g e s  i n  1 ,  2 ,  5 ,  
1 0  s e q u e n c e  f r o m  0 . 0 5  v / c m  t o  2 0  v / c m .  V e r  
n i e r  p r o v i d e s  c o n t i n u o u s  a d j u s t m e n t  b e t w e e n  
r a n g e s  a n d  e x t e n d s  m i n i m u m  s e n s i t i v i t y  t o  a t  
l e a s t  5 0  v / c m .  

A t t e n u a t o r  A c c u r a c y :  Â ±  3 % .  
I n p u t  I m p e d a n c e :  1  m e g o h m  ( n o m i n a l )  s h u n t e d  

b y  a p p r o x i m a t e l y  2 2  p f .  
I n p u t  C a p a c i t o r  R a t i n g :  6 0 0  v d c .  
P o w e r :  S u p p l i e d  b y  - h p -  M o d e l  1 7 5 A  O s c i l l o  

scope.  
W e i g h t :  N e t  5  I b s .  S h i p p i n g  7  I b s .  
P r i c e :  $ 1 5 5 . 0 0  f . o . b .  f a c t o r y .  
A c c e s s o r i e s  A v a i l a b l e :  

A C - 1 6 K  C a b l e  ( m a l e  B N C  t o  m a l e  B N C ,  4 8  
i n c h e s  l o n g ) .  
A C - 2 1 F  C u r r e n t  P r o b e  ( c o n v e r s i o n  r a t i o :  1  
m v / m a ) .  
A C - 2 1 M  P r o b e ;  1 0 : 1  V o l t a g e  D i v i s i o n  ( 2  s u p  
p l i e d  w i t h  M o d e l  1 7 5 A  O s c i l l o s c o p e ) .  
A C - 2 1 C  P r o b e ;  5 0 : 1  V o l t a g e  D i v i s i o n .  
A C - 6 7 B  T e r m i n a t i o n  ( f o r  A C - 2 1 F  P r o b e  
b a n d w i d t h  2 , 5 0 0  c p s  t o  3 0  m e ) .  
A C - 6 7 C  T e r m i n a t i o n  ( f o r  A C - 2 1 F  P r o b e  
b a n d w i d t h  1 , 4 0 0  c p s  t o  3 0  m e ) .  
A C - 7 6 A  A d a p t o r  ( t e r m i n a l  p o s t  t o  m a l e  
B N C ) .  

D a t a  s u b j e c t  t o  c h a n g e  w i t h o u t  n o t i c e  

© Copr. 1949-1998 Hewlett-Packard Co.


	A New 50 MC Oscilloscope Based on an Advanced CRT Design
	Vertical Plug-Ins
	Horizontal Plug-Ins
	SPECIFICATIONS HORIZONTAL  PLUG-INS
	SPECIFICATIONS -hp- MODEL   175A  OSCILLOSCOPE
	SPECIFICATIONS VERTICAL  PLUG-INS

